generally smaller than those of the Western population. Matsumura et al. 5) used computed tomography (CT) to analyze the dimension of the glenoid fossa and reported that the mean glenoid height and width were 31.5 mm and 23.1 mm, respectively, in the Japanese healthy population, which were smaller than those in the Western population. 6, 7) Moreover, as baseplates are generally fixed after reaming in practical surgeries, the reamed glenoids of Japanese patients would show an even shorter width than the results of Matsumura et al. 5) Ji et al. 8) also demonstrated that the size of the female glenoid was sometimes smaller than the baseplate in a Korean population, and claimed that manufacture of a new prosthesis size suitable for Koreans should be undertaken.
The RSA implants currently available in Japan were all developed in Western countries and are designed to fit European and American people. Thus, there is a concern that the implants might not be suitable for smaller Japanese patients. In fact, the width of baseplates currently available in Japan ranges from 22 to 29 mm, and most of the baseplates are larger than 25 mm. This discrepancy in width between Japanese glenoids and commercial baseplates may be one of the structural reasons for inadequate fixation of the baseplates.
In this study, we investigated the glenoid dimensions with a particular focus on the length after glenoid reaming, in Japanese rotator cuff tear patients for the purpose of (1) evaluating the dimensions of the glenoid and scapular neck in Japanese rotator cuff tear patients (RSA is mainly indicated in such patients and the population background, such as age, should be matched through the selection) and (2) clarifying the prevalence and extent of the size mismatch between the postreamed glenoid of Japanese patients and the baseplates which are currently (September 2016) available in Japan.
METHODS
This study was approved by the Ethical Committee of Kyoto University School of Medicine (No. E2228).
Patients
Fifty-six shoulders of 55 rotator cuff tear patients (35 males and 20 females; mean age, 63.8 ± 9.6 years [range, 39 to 83 years]; median age, 66.0 years; 36 right shoulders and 20 left shoulders) were included in this imaging study. All of the patients were Japanese who had undergone surgical treatment (arthroscopic rotator cuff repair, arthroscopic superior capsular reconstruction, 9) and RSA) for their shoulder from January 2012 to February 2015 in Kyoto University Hospital. No patient had previous shoulder surgery. The preoperative three-dimensional (3D) CT images of the affected shoulders were retrospectively examined.
Measurements
The electronic images of the patients were transmitted through the picture archiving and communication system and observed via viewer software (Centricity Enterprise Web ver. 3.0; GE Healthcare Japan, Tokyo, Japan). The 3D surfaces were reconstructed using a commercially available software (Aquarius NET 4.4.4.23; TeraRecon, San Mateo, CA, USA). We examined the following two points. The superoinferior length (height) and anteroposterior length (width) of the glenoid surface were measured using the 3D-reconstructed images (Fig. 1) . The correlation between glenoid size (height and width) and patient's height was calculated. To simulate the approximate glenoid surface which would remain after reaming for baseplate setting, first we defined the scapular plane which included the most distal point of the inferior scapular angle, the center of the glenoid surface, and the medial pole of the scapula.
10) Second, the axial plane was created, which was vertical to the scapular plane including the glenoid center and the medial pole of the scapula (Fig. 2) . The glenoid width after reaming (i.e., the width of the 'virtual reamed surface') was measured using this axial plane. The dashed yellow line just below the subchondral bone was considered to indicate the glenoid surface after reaming, accordingly its length was recorded as the width of the virtual reamed surface (Fig. 3) .
As of September 2016, the following 5 types of implants were available in Japan: Aequalis Reverse II shoulder (Wright Medical, Memphis, TN, USA), Trabecular . The former has a markedly large center post diameter, and it is a unique implant, not a standard type implant. Therefore, we simulated the Aequalis baseplate as a small standard baseplate with a center post of 15 mm in length and 8 mm in diameter. In order to fix this baseplate adequately, the scapular neck anteroposterior length should be greater than 8 mm, even at the site 15 mm medial to the virtual reamed surface; we also recorded the anteroposterior length of this portion (Fig. 4) .
Statistical Analysis
The correlation between the glenoid size and patient height was quantified using Spearman correlation. Sex differences in patient height, glenoid size, width of the virtual reamed surface, and anteroposterior length at 15 mm medial to the virtual reamed surface were compared using two-tailed Student t-tests. A p-value of less than 0.05 was considered significant. Statistical analyses were performed using JMP Pro ver.11.0.0 (SAS Institute Inc., Cary, NC, USA).
In order to determine the intra/interobserver reliability, 2 observers, an orthopedic clinical fellow and a shoulder specialist, examined the same 20 glenoid bones that were randomly selected using Research Randomizer (www.randomizer.org). The former observer took measurements on 2 separate occasions with at least an 1-week interval to check the intraobserver reliability. The latter observer also performed the measurements independently to examine the interobserver reliability. The intra/interob- 
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server reliability was evaluated through calculation of the intraclass correlation coefficients.
11)

RESULTS
In the 56 shoulders, there was no severely deformed glenoid, such as the Walch B2 or C pattern.
12) The evaluation of our intraobserver and interobserver reliability showed good agreement. The former was calculated as the intra-
At the glenoid surface, the mean height and width were 35.8 ± 2.2 mm (range, 31.8 to 39.7 mm) and 28.1 ± 1.6 mm (range, 25.1 to 32.1 mm), respectively, in males, and 30.8 ± 1.8 mm (range, 27.9 to 34.6 mm) and 23.4 ± 1.7 mm (range, 20.2 to 26.0 mm), respectively, in females (Table 1) . There was a significant correlation between patient height and glenoid size (glenoid height, r = 0.69; width, r = 0.75; p < 0.01).
The mean width of the virtual reamed surface was 27.0 ± 1.6 mm (range, 23.2 to 30.0 mm) in males and 22.5 ± 1.5 mm (range, 19.8 to 25.2 mm) in females. The mean anteroposterior length at 15 mm medial to the virtual reamed surface was 12.4 ± 1.4 mm (range, 9.7 to 15.7 mm) in males and 9.5 ± 1.3 mm (range, 7.4 to 11.6 mm) in females (Table 2 ). In 6 shoulders of 20 female patients, the anteroposterior length at 15 mm medially was less than 8 mm, which is the same as the diameter of the center post of the small standard baseplate.
DISCUSSION
Several studies have evaluated glenoid morphology using CT scans in Asian populations. Matsumura et al. 5) ana- Values are presented as mean ± standard deviation (range). *Sex difference. 7) measured the glenohumeral joints of cadavers and living patients using a caliper or magnetic resonance imaging and found a mean glenoid height of 39 mm and width of 29 mm. In comparison with Europeans or Americans, the glenoid size of Asians is generally smaller according to these studies. In the present study, the respective mean glenoid height and width were 33.3 mm and 25.9 mm in total, 35.8 mm and 28.1 mm in males, and 30.8 mm and 23.4 mm in females. Overall, our results were closer to the previous Asian data than those of Caucasians. 5, 7, 13) In addition, he glenoid width is particularly small in Asian females. Accordingly, there is a concern that the commonly used RSA implants that were designed and developed in Western countries may not be of appropriate fit for Asian shoulders.
We defined the virtual reamed surface as the plane after the RSA reaming procedure and measured the width of it. This width was intended to indicate the exact width of the glenoid at the time of baseplate implantation, which should be slightly shorter than prereamed glenoids. Although to date there has been no study simulating the glenoid after reaming, the value of the virtual reamed surface should be beneficial for shoulder surgeons who routinely perform RSAs. In this study, the female subjects had a mean virtual reamed surface width of 22.5 ± 1.5 mm (range, 19.8 to 25.2 mm). Our female glenoid width was very close to the previously reported Asian female results (current study, 23.4 ± 1.7 mm; another study including healthy Japanese women, 21.3 ± 1.4 mm; and Thai population study, 22.0 ± 1.7 mm). 5, 13) Thus, it can be inferred that many Asian females have a much smaller glenoid than the currently commercially available baseplates.
When a large baseplate is positioned on a small glenoid, the risk of baseplate instability is likely to increase. In a biomechanical study using Korean female cadavers of short stature (< 160 cm), Chae et al. 14) observed that subjects with a 29-mm baseplate showed more micromotions than those with 25 mm baseplates. They suggested that their specimens did not have sufficient glenoid bone stock to securely fix a 29-mm baseplate and that this inappropriate size match would likely result in early glenoid loosening. 14) In this study, we also highlighted the diameter of the scapular neck that should completely contain the center post of the baseplate. We presented an example of a standard small baseplate and the tail of its center post that reached the site 15 mm medial to the virtual reamed surface, and we examined the anteroposterior length of the scapular neck. On average, the 20 female patients in our study had a width of only 9.5 mm at 15 mm medial to the virtual reamed surface. In the 6 extremely small patients, the diameter was less than 8 mm, which was the same as the diameter of the center post of the standard example. This result strongly suggests that there is an undeniable risk whereby even the center post of the small standard baseplate can fracture or rupture the scapular neck. Indeed we can shift the center of the baseplate slightly anteriorward so as not to break the posterior wall of the scapular neck. 15) However, the shift effect would be limiting according to our results. Therefore, the need for smaller implants suitable for Asian females is an urgent issue.
There are several limitations of this study. First, the sample size is small. This is because we selected only consecutive rotator cuff tear patients in order to match the population background with those for whom RSA is mainly indicated. Further studies with a larger sample size are expected. Second, CT scans that we used for glenoid size measurement can be a possible limitation as the thickness of the articular cartilage is neglected. We, however, fix the baseplates after removing the glenoid cartilage, and the size of the glenoid bone is crucial. Moreover, all measurements showed good to excellent intraobserver and interobserver reliabilities, and CT scans as a study tool are fully credible. Third, the Lima and Depuy Synthes baseplates have a curved back and the morphology of the virtual reamed surface would differ from the other commercial implants and our example. The width, however, of the Width at 15 mm medial to the virtual reamed surface (mm) 12.4 ± 1.4 (9.7-15.7) 9.5 ± 1.3 (7.4-11.6) < 0.001
Values are presented as mean ± standard deviation (range). *Sex difference.
virtual reamed surface was measured as a line length at the baseplate center, and a difference in baseplate morphology would have little effect on the interpretation of the result. Fourth, for some baseplates, the recommendation is to fix in a lower position, not at the center of the glenoid. However, the center post, which breaks a scapular neck at the center level, cannot be contained within any lower scapular neck, either. Our results should be considered as basic data for any implants.
In conclusion, our CT study of rotator cuff tear patients demonstrated that there is a significant correlation between patient height and glenoid size. The commercially available baseplates and their center posts can be too large, especially for the Japanese female glenoid. Considering the similarity of the Japanese shoulder dimensions to those of Asian people, ' Asian size implants' which are currently unavailable should be developed.
